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Instructions for Use Revision Notice

Date Effective:		2026-04-17
Document:		Aerospray® Hematology Pro Slide Stainer/Cytocentrifuge Instructions for Use

The Aerospray Hematology Pro Instructions for Use (IFU) has been revised as detailed below. Please contact our Service Team via the contact information provided to receive an updated copy of this document.

	REF. NUMBER
	RELEASE DATE
	CHANGE SUMMARY

	BMS-57-2001-02A
	2026-04-17
	· Added Bruker branding to cover and back page
· Rebranded site name from “ELITechGroup” to “Bruker
Biomedical Systems”
· Changed document name from “Applications Manual” to
“Instructions for Use”
· Updated Preventive Maintenance section
· Added Annual Maintenance section
· Added information about water spotting
· Corrected order of Staining Protocol (Section 4)
· Updated Troubleshooting section
· Added clarifying notes
· Corrected minor errors



Contact Information
Bruker Biomedical Systems’ Service Team
+1 435 752 6011
service.bms@bruker.com
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